[Biological VA cross talk in an AAJ pacemaker].
On the basis of an observation in a female patient with atrial pacemaker the complication of the "cross-talk" phenomenon is explained, which up to now has been known above all in two-chamber pacemakers. The typical manifestation of ECG of the cross-talk is the change of the stimulation frequency or the total inhibition of the ventricular impulse output in DDD-pacemakers. Attention is paid to the importance of this phenomenon which increases in our country with growing number of the implanted two-chamber pacemakers.